algorithms, the response to i.v. volume administration is assessed by changes of SV. 8 9 The PiCCO 2 TM system offers a calibrated pulse contour analysis (PCA) method, which is well validated in intensive care medicine and the perioperative setting of cardiac surgery. 10 -14 The PCA has also been used to guide intraoperative haemodynamic algorithms in non-cardiac surgery. These studies used static or dynamic variables to assess cardiac preload 15 16 or to evaluate volume responsiveness. 17 18 However, none of the studies has guided haemodynamic therapy by SV measured by PCA to confirm a beneficial volume administration.
To date, most of the method comparison studies have focused on comparing agreement of absolute values of SV or cardiac output between haemodynamic monitors at specific predefined time points in critical care medicine as if they were tools for snapshot measurements. 19 But the monitors have to track haemodynamic changes in flow variables 20 to indicate and most notably confirm a beneficial volume administration as the therapeutic impact is more dependent on tracking changes than on device accuracy. 19 Therefore, the objective of this study was to investigate if ODM and PCA are interchangeable with respect to measuring SV changes within a goal-directed haemodynamic algorithm in major non-cardiac surgery.
We aimed (i) to compare the ODM and PCA in terms of intrinsic precision and the resulting least significant change (LSC); (ii) to investigate the agreement of SV changes (trending) between both monitors to i.v. fluid administration during an outcome-based goal-directed haemodynamic algorithm during the course of surgery; and (iii) to identify perioperative clinical characteristics being associated with trending between ODM and PCA.
Methods
This study is a subanalysis of a previously published randomized controlled trial comparing a balanced crystalloid with a balanced colloid within a goal-directed haemodynamic algorithm (BalaCriCo, ISRCTN 53154834). 21 This subanalysis investigates the interchangeability of two haemodynamic monitors including data obtained from a PCA that were not reported in the previous publication of the main study. The entire data were obtained from the per-protocol group of the BalaCriCo trial resulting in a subset of 48 patients with metastatic ovarian carcinoma undergoing cytoreductive surgery. Ethical approval was given by the Ethical Committee (No. EK 12 581/ 08) and the competent German authority (Bundesinstitut fü r Arzneimittel und Medizinprodukte, No. 4034705) and was internationally subscribed (ISRCTN 53154834). The trial was conducted at Charité-University Medicine Berlin, Campus Virchow Klinikum, Berlin, Germany, and written informed consent was obtained from all patients.
Clinical pathway
Participants were treated within an interdisciplinary clinical pathway defined by standard operating procedures always accessible in the intranet of the University Hospital of the Charité as published previously. 21 Briefly, the patients had a low thoracic epidural catheter placed which was infused with a bolus and a basal rate of ropivacaine and sufentanil during surgery. After induction of anaesthesia and oral intubation, all patients had a central venous line inserted. The distal lumen was connected to the PCA monitoring kit (PV8215, Pulsion Medical Systems, Munich, Germany). In addition, a thermistor-tipped arterial catheter (PVPK2015L20-A, Pulsion Medical Systems) was inserted via the femoral artery and was then connected to the pulse contour monitor (PiCCO 2 TM , Pulsion Medical Systems). After placing a nasogastric tube, the oesophageal Doppler probe (DP12, Deltex Medical, Chichester, UK) was inserted nasally and connected to the oesophageal Doppler monitor (CardioQ-ODM TM ; Deltex Medical). After zeroing of the arterial and central venous line to atmospheric pressure and checking for over-and underdamping by performing a fast flush test, calibration of the PCA was performed by a threetime transpulmonary thermodilution with 20 ml of ice-cold normal saline (,88C). The obtained values were then averaged. Ensuring an ideal placement, the Doppler probe was carefully adjusted until a crisp Doppler sound was heard and a maximization of the velocity -time wave was seen on the ODM screen. During surgery, patients were ventilated using a pressure-controlled mode targeting to maintain normoventilation without any spontaneous breathing.
Intraoperative haemodynamic management
The haemodynamic management was performed according to an outcome-based goal-directed haemodynamic algorithm 9 guided by the ODM.
Briefly, after induction of anaesthesia and establishing the haemodynamic monitoring, volume optimization was started. First, an initial fluid challenge of 200 ml of i.v. fluid was given over 5 min. If SV measured by ODM (SV ODM ) failed to increase by ≥10%, no further fluid challenge was given. If SV ODM increased by ≥10%, additional fluid challenges with an i.v. bolus of 200 ml were given until no further increase in SV ODM of ≥10% could be measured. After a period of 15 min or clinically relevant haemodynamic changes of mean arterial pressure (MAP) or heart rate (HR), SV ODM was measured again and a decrease of .10% compared with SV ODM after the last beneficial fluid challenge re-indicated an optimization trial.
Fluid challenges were performed during the entire course of surgery as indicated by the goal-directed haemodynamic algorithm. Fluid challenges were conducted either with a balanced crystalloid (Jonosteril w , Fresenius Kabi, Bad Homburg, Germany) or a balanced colloid solution (Volulyte w , 6%, 130/0.4, Fresenius Kabi) as randomized for each particular patient. At the maximum dose of the study fluid (when 50 ml kg 21 body weight was reached), the fluid challenges were conducted by transfusion of fresh-frozen plasma (FFP). In addition, the haemodynamic algorithm indicated a bolus or continuous administration of norepinephrine (NE) if MAP decreased below 70 mm Hg (for preoperative normotensive patients). Positive inotropic drugs were given if cardiac index decreased below 2.5 litre min 21 m 22 , while SV could not be raised further by volume administration. In the case of an acute haemodynamic instability or massive bleeding and a decrease in corrected flow time (FTc) below 300 ms, the volume bolus of the fluid challenge was doubled to 400 ml until haemodynamic stability was reached again. The goal-directed haemodynamic algorithm distinguished between volume and fluid therapy. 9 22 While volume therapy was carried out by a goal-directed approach as described above, fluid therapy was performed by an intraoperative continuous and restrictive maintenance rate of a balanced crystalloid solution.
Data collection
All fluid challenges and measurements were performed and recorded by members of the study group well trained in handling the ODM and PCA.
The following haemodynamic variables were simultaneously obtained from both monitors before and 1 -2 min after a fluid challenge: stroke volume (SV ODM ), SV index (SVI ODM ), cardiac index (CI ODM ), peak velocity (PV ODM ), flow time corrected (FTc ODM ), and systemic vascular resistance index (SVRI ODM ) by ODM; SV index (SVI PCA ) and pulse contour cardiac index (CI PCA ) by PCA; systolic AP, diastolic AP, and MAP, CVP, and HR. SVI ODM was computed by averaging five heart cycles, while SVI PCA was calculated by averaging a period of 12 s. During volume administration and data collection, there were no changes in anaesthetic treatment, ventilator settings, dose of NE or inotropic drugs, and patient positioning. Before every optimization period, the Doppler probe was readjusted to ensure an ideal placement. Every 30 min, a three-time transpulmonary thermodilution of the PCA, zeroing of the arterial and central venous line, and a fast flush test were performed. Data were recorded manually and digitally and transferred to a digital database after operation.
Haemodynamic data were excluded from analysis for the following reasons: (i) missing data before or after a fluid challenge, (ii) doubled volume bolus of 400 ml, (iii) presence of any arrhythmia, or (iv) any damping of the arterial waveform. The entire haemodynamic data set of a particular patient was excluded from analysis if PCA could not be established at the beginning of surgery or patients had a known right ventricular failure, valvular heart disease, or intracardiac shunt.
Statistical analysis
According to the haemodynamic algorithm, a positive flow response to volume administration was defined as a volumeinduced increase in SV of ≥10% (¼responder) displayed by the ODM. A negative flow response (¼non-responder) was defined as failing of SV to increase by ≥10%. Data were expressed as median (25%, 75% quartiles), mean (SD), or as frequencies (%). The non-parametric exact Wilcoxon test for pairwise comparisons and the exact Mann -Whitney tests for independent groups were used.
Precision is an intrinsic system property and subsequently defined as the variability of the obtained values due to intrinsic random errors of measurements of the device and not as interpatient variability of the bias as commonly used with the Bland -Altman analysis. 19 Intrinsic precision is of major importance as it determines the LSC which is the change of SV that needs to be measured by a device to indicate a real change by the patient which is not caused by random error of the device. 23 The coefficient of variation (CV¼SD/mean) and the precision (P¼2×CV) of the ODM and PCA were calculated from four independent measurements per patient during a haemodynamic stable period after induction of anaesthesia and establishing the haemodynamic monitors. The LSC was calculated as P× p 2.
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Aiming to investigate the interchangeability of ODM and PCA with respect to measuring SV changes to a fluid challenge, we analysed trending, which was subsequently defined as the agreement of SV changes between both devices to a fluid challenge. Trending between ODM and PCA was assessed by concordance analysis based on direction of change analysis from a four-quadrant plot and by polar statistics using polar plot methodology. 24 25 In the four-quadrant plot, the concordance rate was calculated as the percentage of the number of paired DSVI values with the same directional change in relation to the total number of DSVI values. Acceptable concordance was set at .90 -95%. 25 Constructing polar plots, the polar angle was derived from the angle of the DSVI vector of both devices with the line of identity and the radius was derived from the mean change in SVI of ODM and PCA. 24 25 Trending between the two methods is shown by the angle from the polar axis and the magnitude of the change in SVI by the distance from the origin. Determining the polar statistics, negative changes were converted to positive changes by rotating through 1808 allowing to calculate the mean polar angle (or angular bias) and the radial limits of agreement (RLOAs, radial sector that contains 95% of the data points) with an upper (R-ULOA) and lower (R-LLOA) limit. Acceptable trending was defined as an angular bias less than +58 and RLOAs lying within radial limits of +308 around the angular bias (boundary limits). 24 The angular concordance rate was calculated as percentage of data points lying within +308 limits. 
Results
Patient characteristic and intraoperative data of the study patients are shown in Table 1 . A total of 992 fluid challenges were performed in 48 patients. The data sets of seven patients (n¼135 fluid challenges) were excluded from analysis, as PCA was not established. There were no patients with known right ventricular failure, valvular heart disease, or intracardiac shunt. Another 95 fluid challenges were excluded due to missing values (n¼56), volume bolus of 400 ml (n¼31), or damping of the arterial waveform (n¼8).
Finally, 762 fluid challenges (1524 paired measurements for each monitor) were analysed in 41 patients; of whom, two patients (n¼108 fluid challenges) had no thoracic epidural established. In total, 236 fluid challenges were performed with balanced crystalloid, 299 with balanced colloid, and 227 with FFP.
According to measurements of the ODM, 390 fluid challenges resulted in an increase of SV ≥10% (responder) and in 372 fluid challenges, SV failed to increase by ≥10% (nonresponder). In the responder group, all haemodynamic variables changed significantly during volume administration, whereas among non-responders, there was no clinical relevant change in any haemodynamic variable. Comparing flow variables such as SV index or cardiac index between the ODM and PCA showed a significant and clinical highly relevant difference in the responder group. In the non-responder group, SV index did not differ, whereas cardiac index showed a significant difference between ODM and PCA, which was not clinically considerable ( Table 2) .
The CV of the ODM and PCA was 2.9 (2.0)% and 3.0 (2.0)% resulting in a precision (P) of 5.7% and 6.0% (P¼0.80), respectively. The LSC of the ODM and PCA was 8.1% and 8.5%, respectively. Change of SV displayed by the monitors after the first i.v. fluid challenge at the beginning of surgery differed significantly between ODM and PCA. ODM showed a major change in SV compared with PCA (15.1% vs 2.4%, P¼0.003, Fig. 1 ). According to measurements of the ODM, 64% of the patients had an increase in SVI ≥10% to initial fluid challenge, whereas according to the PCA, 19% of the patients showed an increase in SVI ≥10% (P,0.001). Owing to the combined LSC, a mean change of SVI (DSVI) of 11.7% was chosen as cut-off to define the central exclusion zone size for trending analyses, and to exclude data points in the multivariate logistic GEE. Considering all fluid challenges performed during the course of surgery, both direction of change analysis by four-quadrant plot and polar plot analysis revealed a poor trending between ODM and PCA. Concordance rate derived by the four-quadrant plot was 78% (95% CI 74 -82%) (Fig. 2) and polar statistics showed an angular bias of 27.18, radial limits of agreement of 258.18 to 43.88, and an angular concordance rate of 67.8% (95% CI 63 -73%) (Fig. 3A) . The angular concordance rate was not significantly different if fluid challenges were performed with balanced crystalloid, balanced colloid, or FFP (P¼0.592) (Fig. 3B -D (Fig. 4) . 
Discussion
Our findings address important issues on the interchangeability of ODM and PCA within a clinical context. The main findings of the study are (i) that ODM and PCA showed a comparable high intrinsic precision and acceptable LSC, suggesting that both haemodynamic monitors should potentially indicate a real change if measured SV increased ≥10%; (ii) that trending, defined as agreement of SV changes to a fluid challenge between both devices during the course of surgery, was poor; and (iii) that a higher NE dosage and a lower body temperature at the time of the fluid challenge and a major change of MAP to a fluid challenge were associated with a decreased interchangeability between ODM and PCA with respect to measure SV changes, whereas there was no relation to type of i.v. solution and other clinical characteristics.
An intraoperative goal-directed haemodynamic management aiming at optimizing flow has been shown to be beneficial in today's anaesthesiological care covering major surgery. Guiding a goal-directed algorithm based on optimizing flow parameters, precision and the resulting LSC of the device seem to be substantial qualities to be able to assess if tracked changes in SV or cardiac index are real changes by the patient which are not caused by random error. 23 27 A lower precision of 8.5% of the ODM was reported by another study in abdominal surgery, while precision was assessed during the course of surgery, making it more difficult to ensure stable haemodynamic conditions. 28 The precision of the PCA measured in our study was inferior to values provided by the manufacturer, which are based on laboratory testing [CV ≤2 (2)%, resulting in a precision of ≤4%]. 29 Hence, according to our findings, both haemodynamic monitors should potentially indicate a real change if measured SV increased ≥10%, which is the most commonly defined threshold for a beneficial fluid challenge within most of the published goal-directed haemodynamic algorithms. 9 30 -32 Comparing SV changes after the initial fluid challenge in each patient during stable haemodynamic conditions after induction of anaesthesia ODM showed a larger change than PCA. Most strikingly, according to measurements of the PCA, only one out of three patients had an initial beneficial fluid challenge compared with the ODM. Assessing the agreement of SV changes (trending) between both devices, polar plot analysis was performed in addition to concordance analysis by the four-quadrant plot, which ignores the magnitude of the underlying change of SV and the degree of agreement. 25 According to a new approach by Monge Garcia and colleagues, 26 only
Trending fluid challenges with real changes of SV that are not caused by random error of measurements of the ODM and PCAwere taken into account for these analyses. Both concordance by fourquadrant plot and polar statistics revealed that trending of SV during the fluid challenges between monitors was poor. Hence, extended logistic regression was used to identify perioperative clinical characteristics being associated with trending between ODM and PCA. Since the main study was a randomized controlled trial, the patients were randomly assigned to receive fluid challenges with either a balanced crystalloid or a balanced colloid solution or FFP after reaching the maximum dose of the study solution. Owing to the randomization and the fact that there are no previous data on the comparison of both study solutions with respect to trending between ODM and any PCA, we included the type of study solution into the regression analysis to adjust all other covariates. As shown by polar analysis and confirmed by regression analysis, we found that there was no difference between fluid challenges with balanced crystalloid, balanced colloid, or FFP with respect to trending. However, a greater change of MAP to a fluid challenge was associated with a worse trending between the two haemodynamic monitors. change of MAP to a fluid challenge. This finding is supported by a recent study in critical care patients revealing that the agreement of absolute values of SV between ODM and different algorithms of pulse pressure analyses after a fluid challenge was substantially related to changes of MAP where changes of MAP .7.4% predicted a clinically relevant discrepancy with a reasonable sensitivity and specificity. 26 Recently, it was supposed that the change of arterial load to a fluid challenge which implies changes of AP may be a substantial determinant to the discrepancy of measurements between ODM and many pulse pressure analyses after an intervention. 26 However, analysing trending by polar plot analysis, variables such as effective arterial elastance cannot be studied due to statistical redundancy. Additionally, a higher NE dose at the time of the fluid challenge was found to be associated with a worse trending between ODM and PCA. The cardiac output response to changes of NE has been shown to be complex, with patients presenting with an increase or a decrease in CO depending on changes of vascular characteristics on the arterial and venous side of the circulation. 33 In this context, NE-induced alterations on the arterial side seem to be the major determinant. 26 34 Furthermore, a lower body temperature was related to a worse trending between ODM and PCA. Eventually, according to GEE analysis, the lack of agreement arises from central and peripheral resistance related issues such as MAP, NE use, and being cold and it would seem from a rational view that a system that measures flow directly from the aorta would be much more likely to measure SV changes accurately than one that measures flow indirectly from a pressure wave where we have information that the reliability of different pulse contour analyses has been questioned in increased vasopressor dosage. 34 -37 However, we do not intend to state that the worse trending is attributed to an impaired reliability of PCA or ODM or both, but from a clinical point of view, we can state that haemodynamic optimization especially during increased NE levels within a goal-directed haemodynamic algorithm with the oesophageal Doppler is not the same as with the calibrated PCA and vice versa. Furthermore, our results showed that age, BMI, pre-existing arterial hypertension, duration of surgery, and anaesthetics were not related to trending. Recently, concerns have been raised, if measurements of the ODM are reliable with respect to anaesthetics. 38 According to our results, we can claim that clinically the use of volatile anaesthetics or propofol for maintenance of anaesthesia was not related to trending between ODM and PCA. Most strikingly, the continuous use of a thoracic epidural was not associated with a better or worse trending. The influence of a lumbar epidural to ODM readings has been postulated, 39 and the association of a thoracic epidural with ODM measurements has been recently discussed extensively. 27 38 In our study, only two patients without an epidural went for analysis, but these two patients had an extensive duration of surgery resulting in a total of 105 analysed fluid challenges. Owing to our findings, our study indicates carefully that in our study population, trending between ODM and PCA was not related with the continuous use of a thoracic epidural, but this fact has to be addressed more precisely by further studies. Our study has some limitations. First, the ODM values are dependent on the quality of the signal, which is mainly influenced by an ideal placement of the Doppler probe. The intraoperative data were obtained by more than one investigator involving the risk of an interobserver variability which could have influenced data collection of the ODM values. 40 However, it has been
shown that training could improve the quality of signal and ensure reliability of measurement of the ODM. 41 As the members of the study group were well trained in handling the ODM, the interobserver variability is assumed to be minimized. Secondly, our study only included female patients. However, it is unlikely that sex has an influence on the results.
In conclusion, as yet, it is not possible to state that one monitor might be wrong and another is better. However, despite a similar precision, ODM and PCAwere not interchangeable with regard to measuring SV changes within a goaldirected haemodynamic algorithm in our study population. It can be stated out of our data that haemodynamic optimization within a goal-directed haemodynamic algorithm during surgery with the oesophageal Doppler is not the same as with the calibrated PCA and vice versa.
